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Abstract Ion-selective electrodes (ISE) based on con-
ventional plasticized PVC membranes with solid inner
contact (SC) have so far had unsatisfactory lower
detection limits. Here it is shown that electropolymer-
ization of pyrrole in the presence of potassium hexacy-
anoferrate(II)/(III) on Pt results in adequate inner
contact for SC-ISE. The nanomolar lower detection
limit achieved with the Pb2+-selective PVC membranes
investigated is comparable with values obtained with
optimized internal solutions of liquid-contact ISE.
Keywords Ion-selective electrode Æ Solid contact Æ
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Introduction
Polymeric membrane ion-selective electrodes (ISE) [1–3]
have been described for about 60 diﬀerent ions. In their
most frequently used construction, the inner surface of
the membrane is in contact with an internal solution
which, in turn, surrounds the inner reference electrode.
This arrangement guarantees high potential stability but
has been shown to be, at least partly, the origin of zero-
current transmembrane ion ﬂuxes [4, 5]. Conventionally,
the internal electrolyte contains a salt of the primary ion,
which, however, induces a ﬂux of these ions into the
sample, thereby biassing the lower detection limit and the
measurement of selectivity coeﬃcients [6]. By reducing [7,
8] or compensating for these ﬂuxes [9, 10], the lower
detection limit and selectivity behavior of a series of ISE
have been improved by many orders of magnitude [6].
Because the internal solution is, at least in part, the source
of such biassing eﬀects, it is expected that ISE with a solid
inner contact (SC) should have improved characteristics.
They would also enable true miniaturization without
biassing selectivity and lower detection limits.
ISE with a solid inner contact, known as coated-wire
electrodes, were introduced many years ago [11–13]. It
was, however, reported that their long-term potential
stability was limited and they were, therefore, useful
only in speciﬁc applications such as detectors for capil-
lary electrophoresis [14] or in ﬂow-injection analysis [15].
Their potential instability was attributed to lack of
control of the concentrations of the species deﬁning the
redox potential at the membrane/metal interface [12, 16,
17] and their response characteristics were successfully
improved by adding an appropriate redox-active com-
ponent to the PVC membrane [18] or by using an
intermediate redox-active polymer layer [19]. Similarly,
the presence of a redox-active self-assembled monolayer
(SAM) between the polymeric membrane and the inner
Au electrode also leads to very stable systems [20, 21]. In
numerous contributions, the metal surface has been
covered by conducting polymers (CP) such as polypyrrole
(PPy) [22–25], polyaniline [26], poly(3-octylthiophene)
(POT) [27–29], and poly(3,4-ethylenedioxythiophene)
[30, 31]. The potential stability of these so-called all-
solid-state ISE was, indeed, massively improved but
their lower detection limits were usually even less good
than for conventional liquid-contact ISE.
It has recently been demonstrated that ﬂuxes of pri-
mary ions also aﬀect the lower detection limit ofCP-based
SC-ISE [32, 33]. When electropolymerized poly(3-meth-
ylthiophene) on glassy carbon was used as the internal
layer of a solvent-cast Ca2+-selective PVCmembrane, its
lower detection limit was not as good as that of an
equivalent ISE with a liquid inner contact (LC). On the
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other hand, impregnation of the conducting polymer
with a solution of EDTA and CaCl2 at pH 10 resulted in
an apparently super-Nernstian response [32] as is
known for liquid-contact ISE with ion-buﬀered internal
solutions [8]. The detection limit of CP-based SC-ISE
has been improved by applying an external current [32,
34], similarly to earlier experiments with LC-ISE [9, 10,
35].
For PPy or other conducting polymers with func-
tional groups that can be protonated, one possible reason
for the above-mentioned primary ion ﬂuxes into the
sample is the spontaneous self-discharge of these poly-
mers [32, 36]. Accumulation of primary ions in water
residues present in the CP layer or in a thin water ﬁlm
formed between the CP and the membrane during the
conditioning of the ISE is another feasible source of ion
ﬂuxes. To test for the presence of a water ﬁlm the ISE are
ﬁrst conditioned in a solution of the primary ion. The
sample is then replaced with a solution of an interfering
ion. When an inner water ﬁlm is present the initial neg-
ative potential step is followed by positive drift, because
primary ions in the water ﬁlm are slowly substituted by
interfering ions [37]. On replacing the solution with the
original solution of the primary ion the initial positive
potential step is followed by a negative drift because,
now, interfering ions of the inner ﬁlm are exchanged for
primary ions. Because the ISE membrane prefers the
latter, the second potential drift is slower than the ﬁrst
[37]. On the basis of such experiments, the presence of a
water ﬁlm has been proved with Au electrodes in the
absence of a lipophilic SAM [37] and with electropoly-
merized POT as the inner CP layer of SC-ISE [38]. In
contrast, no indication of a water layer was found with
solvent-cast POT as inner CP layer and poly(methyl
methacrylate)/poly(decyl methacrylate) (MMA/DMA)
copolymer as membrane matrix [38]. The lower detection
limit was much worse when the water-layer test was
positive, which strongly indicates that this water layer is
the cause of primary ion ﬂuxes. It was recently shown
that water-layer tests are also negative with PPy that had
been electropolymerized in the presence of potassium
hexacyanoferrate(II)/(III) [39]. This was the ﬁrst time
that no water layer had been observed with PVC mem-
branes of conventional composition, because previously
the absence of a water ﬁlm had only been observed with
SAM- or CP-based SC-ISE, either with other polymers
[20, 21, 38] or with membranes containing less than the
usual amount of plasticizer [20, 21]. In this paper, we
show for the ﬁrst time that it is possible to achieve
nanomolar detection limits with conventional plasticized
PVC membranes using CP-based SC-ISE.
Experimental
Reagents
Poly(3-octylthiophene) (POT) was obtained from
Applications Chemistry and Technologies (Saint-Egre`ve,
France). Pyrrole Purum (Fluka, Buchs, Switzerland) was
distilled before use and kept under Ar at low temperature




(ETH 500), bis(2-ethylhexyl) sebacate (DOS), poly(vinyl
chloride) (PVC), and cyclohexanone (all Selectophore
grade), potassium hexacyanoferrate(II) trihydrate
(K4Fe(CN)6Æ3H2O), CH2Cl2, CHCl3 (all Puriss. p.a.),
and Pb(NO3)2 (lead ion chromatography standard solu-
tion, 1.0 g L1, in HNO3) were from Fluka. Titrisol HCl
(1 mol L1) and CaCl2, NaCl, KCl, and HNO3 (65%)
Suprapur were from Merck (Darmstadt, Germany).
Aqueous solutions were prepared with deionized water
(speciﬁc resistance: 18 MW cm; Nanopure; Barnstead,
Basel, Switzerland).
Preparation of solid inner contacts
Two diﬀerent types of electrode were prepared for
polypyrrole (PPy) solid-contact ISE. On the one hand,
screen-printed Pt electrodes described elsewhere [39]
were used in a specially designed ﬂow-through cell
(Fig. 1). Before further treatment the electrodes were
cleaned in O2 plasma (pressure, 1.7·102 mbar; MCS
020 instrument, Balzers, Liechtenstein). On the other
hand, Au tips of rotating-disk electrodes (Au disk Ø,
3 mm; body Ø, 10 mm; type 6.1204.020, Metrohm,
Herisau, Switzerland) were polished with alumina
(Metrohm) and rinsed with water and CH2Cl2 before
depositing PPy.
Electrochemical polymerization of pyrrole was per-
formed in a one-compartment three-electrode electro-
chemical cell with a lAutolab Type II potentiostat/
galvanostat (Eco Chemie, Utrecht, Netherlands). A Ag/
AgCl/3 mol L1 KCl electrode (Bioanalytical Systems,
West Lafayette, USA) was used as reference and a Pt
wire as counter electrode. Potassium hexacyanofer-
rate(II)/(III)-doped PPy ﬁlms were deposited on the
above-mentioned Pt electrodes and Au disk electrodes
by potentiostatic electropolymerization in an aqueous
solution of 0.5 mol L1 pyrrole and 0.5 mol L1
K4Fe(CN)6, (cf. Ref. [39]), which was purged with Ar
before electropolymerization. A potential of 1 V was
applied for 90 s for Pt electrodes and only 40 s for Au
disk electrodes, because after 90 s the thick PPy layer
came oﬀ easily. Generally, the deposition of the PPy
ﬁlm was performed simultaneously on 3–5 electrically
connected individual electrodes of ﬁve-site Pt electrode
arrays. After electropolymerization the electrodes were
rinsed with water. On the basis of preliminary experi-
ments (see Results and discussion), they were generally
left soaking in water for 4 h and rinsed again with
water. The PPy ﬁlms were then dried at room tem-
perature and rinsed with small amounts of tetrahy-
drofuran to remove residual traces of water. The
presence of hexacyanoferrate (II)/(III) in the polypyr-
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role ﬁlm was conﬁrmed by cyclic voltammetry (results
not shown).
Gold-coated silicon wafers with a POT solid con-
tact were used in the same ﬂow-through cell as
described for PPy/Pt SC-ISE. Before POT was applied
the silicon wafers were rinsed with water and acetone
and dried in Ar. Gold layers, 200 nm thick, were
obtained by thermal evaporation of Au (99.99%,
Johnson Matthey, Zu¨rich, Switzerland) with a depo-
sition rate of 2 nm s1 on to wafers covered with a
6 nm layer of Cr (99.99%, Balzers) using a MED 010
instrument (Balzers) at a pressure of ca. 103 Pa. The
polymer POT was applied to the Au-coated silicon
wafers by drop-casting 2·10 lL of a 0.25 mmol L1
solution (calculated for the monomer) in CHCl3
resulting in a layer of ca. 5 mm diameter, which was
dry after 2 min.
ISE membranes and electrodes
The Pb2+-selective membranes for SC-ISE contained
Pb2+ ionophore (0.07 wt%, 0.7 mmol kg1), NaTFPB
(0.03 wt%, 0.3 mmol kg1), ETH 500 (1.3 wt%,
11.5 mmol kg1), DOS (62.1 wt%), and PVC
(36.5 wt%) for PbM1 (membrane with low concentra-
tion of ionophore and NaTFPB, cf. [40]), and Pb2+
ionophore (1.0 wt%, 9.6 mmol kg1), NaTFPB (0.44
wt%, 5.0 mmol kg1), ETH 500 (1.1 wt%, 9.6 mmol
kg1), DOS (61.8 wt%), and PVC (35.6 wt%) for PbM2
(membrane of conventional composition). The mem-
branes were prepared by dissolving the components in
cyclohexanone (418.4 mg in 2.8 mL for PbM1 and
208.6 mg in 1.4 mL for PbM2). The corresponding
solutions for Pb2+-selective membranes for POT SC-
ISE and LC-ISE used for selectivity measurements were
Fig. 1 Construction of solid-
contact ISE. Au disk electrode
with PPy as SC and Pb2+-ISE
membrane (DOS-PVC) (Top).




poured into glass rings (i.d., 7 cm for PbM1 and 5 cm
for PbM2). Overnight evaporation yielded transparent
membranes. For LC-ISE, a disk of 5 mm Ø was pun-
ched from the membrane and glued to PVC tubing with
a PVC-THF slurry. The internal ﬁlling solution was
102 mol L1 NaCl.
When the PPy coatings on the Pt electrodes were dry,
7 lL of the respective membrane solution was drop-cast
on to the sensing area, also spreading around it (cf. [39]).
When dry, an additional 7 lL of membrane solution
was applied. For ISE of the coated-wire type the mem-
brane solution was directly drop-cast on to the Pt elec-
trodes. When dry, a ﬁve-site array of Pt/PPy electrodes
and a four-site array of coated-wire type ISE were
assembled in the ﬂow-through cell in such a way that the
membranes were pressed from both sides on to the holes
in the zigzag ﬂow channel of the plexiglass cell.
Mechanical ﬁxation was provided by silicon rubber
springs pressing against the cell walls.
For Au disk electrodes a piece of PVC tubing (ca.
2 cm) was placed on the electrode tip (Fig. 1). This tight
PVC contact enabled casting of ca. 60 lL membrane
solution on the top of the PPy-covered electrode
(Fig. 1). It was left to dry overnight at room tempera-
ture. The Au disk electrodes without PPy were prepared
analogously.
For POT SC-ISE, a disk of 4 mm Ø was punched
from the Pb2+-ISE membrane and placed on the POT
layer. Coated-wire-type electrodes were prepared by
placing the membrane directly on the Au surface. Then,
ﬁve POT SC-ISE and four coated-wire type ISE were
assembled in ﬁve-site and four-site arrays, respectively.
These two arrays were then assembled in the ﬂow-
through cell in the same way as for the PPy/Pt SC-ISE.
EMF measurements
Potentials were measured with a custom-made
14-channel electrode monitor at room temperature
(22C). The ﬂow-through cell was connected to a peri-
staltic pump (type ISM597A V.10, Ismatec, Zu¨rich,
Switzerland) letting the solution pass at a ﬂow rate of
0.21 mL min1. A ﬂow-through Hg/Hg2Cl2/sat. KCl
reference electrode with 3 mol L1 KCl as bridge elec-
trolyte (type OP-0829P-S, Radelkis, Budapest, Hungary)
was placed downstream from the cell. The bridge elec-
trolyte was continuously pumped through the salt bridge
compartment of the reference block and its stream
joined the sample eﬄuent from the ﬂow-through cell.
For measurements with Au disk electrodes and LC-ISE,
a double-junction Ag/AgCl/3 mol L1 KCl reference
electrode (type 6.0729.100, Metrohm) containing
1 mol L1 NH4NO3 as bridge electrolyte was used.
Experiments were performed in a 500 mL poly(ethylene)
beaker pretreated overnight in 104 mol L1 HNO3 in
stirred solutions.
All EMF values were corrected for liquid-junction
potentials according to the Henderson equation.
Activity coeﬃcients were calculated by use of the De-
bye–Hu¨ckel approximation. For measurements in di-
lute solutions the SC-ISE were conditioned, ﬁrst, for at
least 2 days in 105 mol L1 Pb(NO3)2 and then
overnight in 10–6 mol L–1 (for measurements from high
to low concentrations) or in 1010 mol L1 Pb(NO3)2
for measurements from low to high concentrations,
both with 104 mol L1 HNO3 and 10
3 mol L1
CaCl2 as ion background. This same background was
used with all Pb(NO3)2 sample solutions. For selectivity
measurements according to the separate solution
method [41, 42], LC-ISE were conditioned in
102 mol L1 NaCl.
Results and discussion
To obtain a SC-ISE of high potential stability and good
lower detection limit, the following requirements must
be met:
controlled redox potential between membrane and so-
lid contact [12, 17, 19];
absence of a water ﬁlm between membrane and metal
electrode [37]; and
no spontaneous redox processes within the CP layer
[32, 36].
Violation of requirements 1 and 2 is indicated by
potential drifts on alternate bubbling of Ar or O2
through the sample and when a solution containing
only primary ions is replaced by another solution
containing interfering ions or vice versa [37], respec-
tively. Very recently, subnanomolar detection limits
were obtained with a Pb2+-selective MMA/DMA
membrane using drop-cast POT as inner CP layer [38].
So far however, the detection limits achieved with SC-
ISE based on conventional PVC membranes containing
ca. 66 wt% of plasticizer have, in no way, been so low.
In this work, such conventional membranes are inves-
tigated with drop-cast POT or with a PPy solid inner
contact. In combination with a K+-selective DOS-PVC
membrane the PPy ﬁlms electropolymerized in the
presence of potassium hexacyanoferrate(II)/(III)
showed no indications of the presence of a water ﬁlm
[39]. For batch measurements Au disk electrodes with
PPy have been used; for measurements in the ﬂow-
through cell, screen-printed Pt electrodes with PPy or
freshly prepared Au slides with POT have been
implemented.
Preliminary tests were performed in the ﬂow-through
cell (Fig. 1) with drop-cast POT on Au and DOS-PVC
membranes. Unfortunately, the lower detection limit of
this system, 107.5 mol L1 Pb2+ (results not given),
was insuﬃcient. When disassembling the cell, the orange
colour of the PVC membrane indicated that POT had
been diﬀusing into the membrane and, obviously, caused
its selectivity to deteriorate. No such eﬀects were
observed with the MMA/DMA membranes [38], pre-
sumably because of the much lower diﬀusion coeﬃcients
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in such copolymers [43]. Further experiments were
performed with PPy electropolymerized in the presence
of potassium hexacyanoferrate(II)/(III) [39]. Surpris-
ingly, at ﬁrst, the presence of a water layer was indicated
by strong potential drifts observed when replacing the
Pb(NO3)2 sample solution with CaCl2 and vice versa
(Fig. 2, top trace), whereas no such drifts occurred in the
absence of the CP layer (trace 2 from top). However,
such systems lack robust redox control on the metal
surface and are, therefore, susceptible to changes in the
O2 content of the sample (see below). The formation of a
water layer with PPy can be avoided by thorough
washing (over 4 h) to remove excess potassium hexacy-
anoferrate(II)/(III). Indeed, only slight drifts were
observed after such a procedure both with the screen-
printed Pt electrodes in the ﬂow-through cell and with
the Au disk electrodes during batch measurements
(Fig. 2, traces 3 and 4 from top). Also, the ISE without
the conducting polymer behaved similarly (Fig. 2, two
bottom traces). The results indicate that the preparation
of CP layers is crucial and they can be the very reason
for the accumulation of a signiﬁcant amount of water
(see also [38]).
The importance of a CP layer is demonstrated by
Fig. 3. Fluctuations in the O2 concentration resulted in
large changes of >20 mV in the EMF of the ISE
without a conducting polymer. The O2 concentration
changes were introduced by bubbling O2 or Ar through
the sample. Similar changes of opposite sign occur on
removing O2 with Ar. The eﬀect is much smaller for
analogous Pb2+-ISE with PPy but it is still signiﬁcant
for the Au disk electrode. For the screen-printed Pt in
50 mV
A 10-5 M Pb(NO3)2
 10-3 M CaCl2
 10-4 M HNO3
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Fig. 2 Water-layer tests on solid-contact DOS-PVC membrane
electrodes with and without conducting polymer layer. A signiﬁcant
water layer was observed only with PPy-based solid-contact ISE
which had been brieﬂy rinsed with water after electropolymeriza-
tion. All other conducting polymer layers were soaked in water for
4 h
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Fig. 3 Inﬂuence of O2 on the EMF of Pb
2+-selective solid-contact
DOS-PVC electrodes with and without conducting polymer layer






















Fig. 4 Calibration curves obtained by successively decreasing (A,
B) or increasing (D, E) the sample concentration in the ﬂow
through cell with PPy/screen-printed Pt (B, D, E) and screen-
printed Pt (A) covered with membranes PbM1 (D) or PbM2 (A, B,
E). Curve C was obtained with PPy/Au disk electrodes covered with
PbM2 by successively increasing the sample concentration in batch
mode
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the ﬂow-through cell it is <2 mV. Note that thicker
polymeric ﬁlms could be prepared on the rougher
screen-printed platinum than on the smooth gold elec-
trodes (Experimental section); this aﬀects the oxygen
sensitivity of the respective ISE.
The lower detection limits are 109 and
108.9 mol L1 Pb2+ with the Au disk electrode in the
batch mode and the screen-printed Pt electrode in the
ﬂow-through cell, respectively (Fig. 4). There is no sig-
niﬁcant diﬀerence between the responses when per-
forming the calibration from high to low (Fig. 4B) or
from low to high (Fig. 4E) concentrations. The beneﬁ-
cial eﬀect of the polymeric solid contact is also demon-
strated by the almost one order of magnitude lower
detection limit of these electrodes compared with the
simple, coated wire type ISE (Figs. 4A, B). Because of
less good discrimination of H+ with the membrane
PbM1 (Table 1), which had a smaller concentration of
Pb2+-ionophore and ionic sites [40], its lower detection
limit of 108.5 mol L1 Pb2+ was slightly worse. The
electrodes with a CP inner contact had better long-term
stability and superior lower detection limits, especially
with a PPy deposition time of 90 s on screen-printed Pt
electrodes (Fig. 5). With these, the SC-ISE still had a
109 mol L1 Pb2+ detection limit 10 days after the ﬁrst
measurements. This stability is remarkable, because with
liquid-contact ISE, nanomolar detection limits usually
worsen signiﬁcantly within a week [40]. Without the CP
layer, the initial detection limit of the Pt electrode is less
good by about one order of magnitude. Moreover, they
show continuous average potential drifts of >100 mV
within 10 days whereas with PPy, the drift is <1 mV
day1.
With liquid-contact ISE, the response times for sub-
micromolar sample concentrations are rather long [40].
With the POT-based MMA/DMA membranes they
were much faster. After a concentration step from 109
to 107.7 mol L1 Pb(NO3)2, the drift was <0.4 mV
Table 1 Potentiometric selectivity coeﬃcients, log KpotPb;J; and
response slopes (in parentheses, mV decade1, concentration
range,101–104 mol L1) obtained with liquid-contact ISE for
membranes PbM1 and PbM2 (SD, n=5)
Ion PbM1 PbM2
Na+ 6.3±0.2 (58.2±3.5) 6.3±0.1 (58.1±0.1)
K+ 6.3±0.1 (56.8±1.1) 6.6±0.1 (56.9±0.2)
H+ 3.5±0.3 (43.7±2.0) 7.3±0.3 (46.3±03)
Ca2+ 12.3±0.1 (23.7±0.8) 13.6±0.2 (23.7±0.2)
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Fig. 5 Long-term response
behavior of the Au- (left) and
Pt-based (right) solid-contact
ISE with and without PPy
layer. Between measurements
the electrodes were kept in the
conditioning solution
(1010 mol L1 Pb(NO3)2, with
104 mol L1 HNO3 and
103 mol L1 CaCl2 as ion
background)















































-10 -7 PbM2/PPy/Au disk
Fig. 6 Time traces of EMF response of PPy-based solid-contact
Pb2+-ISE. Au disk in batch mode (top), screen-printed Pt in ﬂow-
through mode (bottom); traces for the second- (ISE2) and last-
placed (ISE5) electrodes in the ﬂow-through cell (cf. Fig. 1)
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min1 after a measuring time of 2 min [38]. With the
present Au disk CP-ISE it was somewhat longer (on
changing the concentration from 1010 to 107 mol L1,
a drift of <0.4 mV min1 was obtained after 6 min;
Fig. 6). In the ﬂow-through cell the same stability was
only achieved after 11 and 18 min, respectively, for the
second-placed and last-placed electrodes in the cell
(Fig. 6) whereas when the concentration was changed
from 107 to 109 mol L1 the required time was
30 min. This diﬀerence indicates that the response time
is signiﬁcantly inﬂuenced by the ﬂow-through cell.
Trace-level measurements in bulk solutions are usually
done with large volumes (typically 100–500 mL) and
with sample containers preconditioned with the same
dilute solutions for a long time. Because this is not
possible in a miniaturized ﬂow-through cell, a signiﬁcant
carry-over eﬀect cannot be excluded. This interpretation
is supported by the fact that the same response time of
2 min was observed with both systems after changing
the sample from 107 to 106.5 mol L1 Pb(NO3)2, i.e.
at concentrations where impurities are less relevant
(Fig. 6).
Based on the selectivity coeﬃcients (Table 1), the
detection limit in the absence of ion ﬂuxes (static
detection limit [44]) deﬁned by the interference of
the background electrolytes (104 mol L1 HNO3,
103 mol L1 CaCl2) should be of the order of
1015 mol L1. The observed detection limit of
109 mol L1 indicates that, despite the solid contact,
the concentration at the membrane surface must be
inﬂuenced by ions leaching from the membrane into the
sample. This is readily understood when recalling that a
single membrane contains about 5·109 mol Pb2+. If
only 1% of the ions leave the membrane due to ion
exchange or chemical decomposition, this would corre-
spond to the Pb2+ content of a 10-mL sample of
5·109 mol L1. Because of the expected build-up of a
concentration gradient, the concentration at the mem-
brane surface would be >5·109 mol L1 Pb2+. This
process is in complete analogy with the primary ion
release of a K+-selective LC-ISE with NaCl as internal
solution, where the released K+ also originated solely
from the membrane [45]. According to these consider-
ations, improvements in the lower detection limits are to
be expected by reducing the dimensions of the solid-
contact ISE.
Conclusions
This paper shows for the ﬁrst time that the lower
detection limits achievable with conventional PVC
membranes with solid-contact electrodes are about as
good as with optimized liquid-contact electrodes. Nei-
ther the lower detection limit nor the long-term stability
is inﬂuenced by spontaneous decomposition of the CP
layer. On the basis of these results it will be possible to
prepare other solid-contact ISE with lower detection
limits, as obtained earlier with optimized internal solu-
tions.
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